Computer generated probe-microphone measurements in hearing aid selection.
Verification of hearing aid performance through probe-microphone measurements has gained considerable popularity in recent years. This paper presents the basic concepts and terminology in computer generated probe-microphone measurements and reviews the clinical applications of this technology.